A method to assess influence of different medical tubing on biofilm formation by Acinetobacter baumannii.
In this study, we developed a method to assess influence of different medical tubing on biofilm formation by A. baumannii. The results of biofilm quantification and scanning electron microscopy showed that the biofilm formation susceptibility of different tubing materials was rubber latex > polyvinyl chloride > silicone.